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The mechanism of action and adverse reactions of 52 mg levonorgestrel-releasing intrauterine system and
also level of pain during the insertion and techniques of anesthesia or analgesia for this procedure have been
well documented. On the opposite pole the 13.5 levonorgestrel-releasing intrauterine system has been
recently launched in Europe. To our knowledge there are no studies correlating the device design and
biomaterials, mechanism of action, surgical technique and level of pain during the insertion of levonorgestrel-
releasing intrauterine systems. This study was undertaken in order to determine whether there is a different
level of pain during the insertion of 52 mg levonorgestrel-releasing intrauterine system compared to 13.5 mg
levonorgestrel-releasing intrauterine system, considering the mechanism of action and the structural and
dimensional discrepancies between the two intrauterine devices.

Keywords: Levorgestrel-releasing intrauterine systems, device design, mechanism of action, level of pain

during the insertion

Intrauterine systems are small devices, which are
inserted inside the uterine cavity in order to prevent
pregnancy; these apparatuses are among the most used
long-acting reversible methods of contraception due to high
ffﬁc]acy, reversibility and high patient-satisfaction-cost ratio

1-3].

The effectiveness of the 52 mg levonorgestrel-releasing
intrauterine system (52-LNG-IUS) has been demonstrated
in large clinical trials and it is considered to be the most
efficient intrauterine device available, with a pregnancy
rate at 1 year of use that varies between 0.2% and 0.3%,
according to the different studies [4-7].

Due to the fact that a smaller, lower dose version - the
13.5 mg levonorgestrel-releasing intrauterine system (13.5-
LNG-IUS) has been recently launched in Europe, to our
knowledge, its effectiveness has not been demonstrated
in large clinical trials. However, data from phase Il and IIl
studies report similar efficacy, bleeding profile and safety
to those of 52-LNG-IUS [8,9].

The levonorgestrel intrauterine systems are small,
flexible, T-shaped devices composed of a low density
polyethylene frame. At the level of the vertical arm each
system presents a cylindrical hormone reservoir that
contains a mixture of polydimethylsiloxane and
levonorgestrel (fig.1). The concentration of progesterone
is different: the 52-LNG-IUS contains 52 mg of
levonorgestrel, while the 13.5-LNG-IUS, only 13.5 mg of
the same active substance [8-13]. This core is covered by
a semi-opaque membrane, made of polydimethylsiloxane
and silica, but it also contains barium sulfate to render it
radio-opaque. Additional the 13.5-LNG-IUS, is equipped
with a silver ring, located superiorly to the hormone

reservoir, close to the horizontal arms, which facilitates

detection using sonography and also aids the physician to

?iff(]erentiate this system from other intrauterine devices
13].

Although both levonorgestrel-releasing intrauterine
systems present a vertical arm and two horizontal stems,
the dimensions differ - 52-LNG-1US: 32 x 32 x 2.5 mm,
while the 13.5-LNG-IUS: 28 x 30 x 1.55 mm [10, 13]. At the
end of the vertical stem of the T-body, both intrauterine
devices present a loop to which, brown-colored removal
threads, composed of high density polyethylene, with a
length of approximatively 50 cm and a diameter of 0.1 -
0.2 mm, are attached (fig. 1). The polyethylene of the
removal threads also contains iron oxide as a colorant [ 10,
13]. Therefore, structurally the two levonorgestrel-releasing
intrauterine systems are similar; they are composed of
the same excipients: dimethylsiloxane cross linked
elastomer, colloidal anhydrous silica, polyethylene, barium
sulfate, iron oxide black C177499. In addition the 13.5-LNG-
IUS also contains silver [10, 13].

The levonorgestrel-releasing intrauterine systems are
packaged sterile within a special insertion tube and a
handle designed to insert the device into the uterine cavity
(fig. 2). The inserter, consist of a symmetric two-sided body
and a slider that are integrated with flange, lock, insertion
tube and plunger. The inferior part of the vertical arm is
loaded in the tip of the inserter. The outer diameter of the
insertion tube of 52-LNG-IUS is 4.4 mm and 3.8 mm in
case of 13.5-LNG-IUS [10, 13].

The insertion technique of both levonorgestrel-releasing
intrauterine systems is similar and it follows the subsequent
steps. First a bimanual examination is mandatory to
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Fig. 2. Levonorgestrel-releasing intrauterine systems and
mechanisms of insertion

ascertain uterine size and position. Next a speculum is
used to gain clear visualization of the cervix. After the cervix
and adjacent vagina are cleansed with povidone-iodine or
chlorhexidine, a single-tooth tenaculum is used to grasp
the anterior lip of the cervix. While performing gentle
traction on the tenaculum, a uterine sound is inserted into
the uterus, to assess the direction of the cervical canal and
the direction and size of the uterine cavity. Afterwards the
levonorgestrel-releasing intrauterine system is loaded into
insertion tubing and the threads are then secured in the
thread cleft. The flange on the insertion device is then set
at the level to which the uterus sounds. The insertion tubing
is placed into the vagina at the level of the external cervical
orifice. The insertion tubing is then gently advanced until
the flange is approximately 1.5-2 cm from the external
cervical orifice. Next, the slider on the handle is pulled
backward to the level of the raised mark on the insertion
handle, expelling the IUD arms from the insertion tubing.
The insertion tubing is then advanced until the flange is at
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Fig. 1. 13.5 mg levonorgestrel-releasing
intrauterine system (left) and 52 mg
levonorgestrel-releasing intrauterine system
(right)

the external cervical orifice, thereby advancing the IUD to

the level of the uterine fundus. Afterwards, the handle and

insertion tubing are then gently retracted from the uterus

and cervix. The strings of the intrauterine system that

remain in place will then be trimmed, so that approximately

? cmare v]isible, extending from the external cervical orifice
10,11,13].

The 52-LNG-IUS initially releases levonorgestrel at a rate
of 20 ug/day, which decreases to 11 ug/day after 5 years
[10-12]. The 13.5-LNG-IUS has a releasing rate of
levonorgestrel of 14 ug/day in the first 24 h, but diminishes
to 10 ug/day after 60 days and 6 ug/day at 1 year [13]. The
release rate of 13.5-LNG-IUS after 3 years reaches 5 ug/
day [13].

Although the hormonal concentration and releasing
rates of the two levonorgestrel-releasing systems are
different, the mechanism of action is similar. The
levonorgestrel, is a powerful progesterone, that locally,
inside the uterine cavity, causes glandular atrophy and
stromal decidualization. The endometrium becomes very
thin, preventing sperm, ovum and embryo migration and
implantation. The levonorgestrel also modifies the viscosity
of the cervical mucus blocking the ascend of the
spermatozoa into the uterine cavity [ 12,14-17]. In addition,
another local mechanism by which these two intrauterine
systems prevent undesired pregnancy is the physical
presence of the device inside the uterine cavity, that cause
a foreign body reaction which destroys the spermatozoa,
ov1]1m or the fertilized embryo prior to implantation [10, 14-
17].

These intrauterine effects have been well documented
for 52-LNG-IUS [10, 14-17]. Although the 13.5-LNG-IUS has
a decreased levonorgestrel-releasing rate it determines
homonymous progesteronic effects on the endometrium
and cervical function as 52-LNG-IUS [13,18].

However, although the hormone is delivered inside the
uterine cavity it passes into the systemic circulation and
according to serum concentration it may suppress
ovulation [18]. Due to increased concentration and
levonorgestrel-releasing rates, 52-LNG-IUS has a higher
i[nci]dence of anovulation, in comparison to 13.5-LNG-IUS

18].

The most common adverse reactions of patients using

the 52-LNG-IUS are headache, bleeding irregularities, and
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pelvic pain [10,19,20]. The very common adverse reactions
reported in the clinical trials of 13.5-LNG-IUS are headache,
bleeding irregularities, acne/seborrhea, vulvo-vaginitis,
ovarian cysts and pelvic pain [8,9,13].

Experimental part
Clinical study

This study was undertaken in order to determine whether
there is a different level of pain during the insertion of 52
myg levonorgestrel-releasing intrauterine system compared
to 13.5 mg levonorgestrel-releasing intrauterine system,
considering the mechanism of action and the structural
and dimensional discrepancies between the two
intrauterine devices.

Materials and methods

We evaluated 46 patients, admitted in the Bucharest
Emergency University Hospital between the 28" of April
2014 to 4™ of July 2014, to whom either the 52-LNG-IUS or
13.5-LNG-IUS was inserted as a long-acting reversible
method of contraception. All participants were first
counseled regarding alternative forms of contraception and
the advantages, disadvantages and side effects of both
levonorgestrel-releasing intrauterine systems. Also, all
patients were apprised that the 13.5-LNG-IUS has just been
launched in Europe and therefore it still needs to be tested
inlarge clinical trials. An informed consent was then taken
from all the subjects of the study.

At avisit prior to the levonorgestrel-releasing intrauterine
system insertion, medical and sexual history was obtained
and all patients underwent a physical examination, a pap
smear, screening for common sexually transmitted
infections and a trans-vaginal sonography (during
examination cervical and total uterine lengths were
estimated and recorded). Participants with significantly
distorted uterine anatomy, unexplained vaginal bleeding
or history within 3 months of treatment for pelvic
inflammatory disease endomyometritis, chorioamnionitis,
puerperal sepsis, or a septic abortion were excluded. Were
also foreclosed patients with cervical or uterine neoplasia,
breast cancer, renal insufficiency, hepatic tumors or hepatic
insufficiency and hyper-sensibility to levonorgestrel or any
of the excipients found in the structures of the two
intrauterine devices.

During the visit for the insertion of one of the two
levonorgestrel-releasing intrauterine systems, all patients
underwent a urine pregnancy test - which was negative in
all cases. No antibiotic prophylaxis was indicated.

All the levonorgestrel-releasing intrauterine systems
were inserted by well-trained healthcare professionals,
during the first 7 days of the follicular cycle, with no
anesthesia or analgesia, following the technique described
before in the introduction chapter.

The 13.5-LNG-IUS was inserted in 23 patients, who
were enrolled in group A. Group B was composed of 23
patients who received the 52-LNG-IUS.

Participants from both groups recorded the level of pain
by using a 10 point visual analog scale with the value of 10
meaning “worst imaginable pain” and 1 “absence of pain”
immediately after the insertion of the intrauterine system.
All subjects were also asked to report which phase of the
levonorgestrel-releasing systems insertion is the most
distressful.

Scanning electron microscopy

In addition to the clinical part of this study we analyzed
if the structure of the components of the two
levonorgestrel-releasing intrauterine systems and the
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mechanism of interaction of the devices with the fluids
inside the uterine cavity can influence the level of pain
during insertion and in the first months of use.

Scanning electron microscope was used to evaluate
four levonorgestrel-releasing intrauterine systems. Three
of them were 52-LNG-IUS which were extracted after 3
months in two cases and one after a period of 36 months.
We also evaluated a 13.5-LNG-IUS, which was extracted
after 3 months, due to pelvic pain and prolonged
dysfunctional bleeding. All the devices were investigated
by SEM QUANTA INSPECT F (R=1.2 nm) equipped with
FEG and EDAX, without any coatings.

The mean age of the 46 women enrolled in the study
was 28.83 years, 29.23 years in group A and 28.43 in group
B

A comparison between the pain levels described by
the subjects in the two groups immediately after insertion
of one of the two levonorgestrel-releasing intrauterine
systems has been made (see Table 1). Rank test statistics

Fig. The 52 mg levonorgestrel-releasing intrauterine system
(trans-vaginal sonography)

Fig. The 13.5 mg levonorgestrel-releasing
intrauterine system (trans-vaginal
sonography)

confirmed a lower level of pain voiced by the patients in
group B, who received the 13.5-LNG-IUS than the ones to
whom the 52-LNG-IUS was inserted.

Also, a comparison between the most distressful phase
during the insertion of levonorgestrel-releasing intrauterine
systems has been made. 39 subjects enrolled in the study,
(21 from group A and 18 who pertain to group B), affirmed
that the most distressful phase of the levonorgestrel-
releasing systems insertion is represented by the initial
moment when passing of the insertion tube maneuver is
handled.

The mean length of the cervix was 2.74 cm. However,
the size of the cervix was higher than 4 cm in all 4 patients
who recalled the highest levels of pain (between 7 and 10
on the visual analog scale). Among the 12 patients who
described high levels of pain (between 5 and 10 on the
visual analog scale) 10 were nulliparous women - 7
pertained to group A and 3 to group B.

9 patients from group A and 8 from group B were first-
time users of a intrauterine device. All 4 patients who
described the highest levels of pain (between 7 and 10 on
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Level of pain Group A (n=23) Group B (n=23)
(visual analog scale)
1-2 0 2 Table 1
3-4 15 17 THE PAIN LEVELS OF THE SUBJECTS IN
5-6 5 3 ' THE TWO GROUPS IMMEDIATELY AFTER
7-8 2 1 THE INSERTION OF AN INTRAUTERINE
9-10 1 0 SYSTEM

Group A - number of patients with the 52-LNG-IUS inserted
Group B — number of patients with the 13.5-LNG-IUS inserted

the visual analog scale) - 3 from group A and 1 from group
B were women who had never used a intrauterine system
before. 39 participants in our study had university education.
The other 7 patients voiced high levels of pain (between 5
and 10 on the visual analog scale). All 4 patients who
described the highest levels of pain (between 7 and 10 on
the visual analog scale) - 3 from group A and 1 from group
B were women with a medium or low level of education.

The investigations performed using scanning electron
microscope (figs. 5, 6) highlighted different levels of
degradation of the polymeric component of the
levonorgestrel-releasing intrauterine systems, proportional
with the time spent inside the uterine cavity.

We evaluated and compared the two 52-LNG-IUS and
the 13.5-LNG-IUS that were extracted after 3 months of
use. In all cases we detected minor degradation signs on
the surface of the polymeric component, with no
discrepancies between the two types of intrauterine
devices (fig. 5).

When analyzing the surface of the polymeric component
of the 52-LNG-IUS that was used 36 months we
encountered signs of severe degradation - numerous
fissures and even cracks, that for sure affect the proper
function of the device (fig.6).

Results and discussions

In the clinical part of our study, we evaluated and
compared the level of pain during the insertion of 52-LNG-
IUS compared to the placement of 13.5-LNG-IUS. All the
46 patients were enrolled in the study after we have
eliminated the frequent causes of pelvic pain - pelvic
inflammatory disease, distorted uterine anatomy, or
abnormalities of the cervical-vaginal cytology or vaginal
flora [21-28]. Usually the pelvic inflammatory disease is
present before the insertion of an intrauterine device;
therefore, it is important to assess patient risk for sexually
transmitted infections prior to the insertion visit [11, 21-
26]. No antibiotic prophylaxis was indicated, due to the
fact that multiple studies have demonstrated it has no effect
on the incidence of post-insertion pelvic inflammatory
disease [11,29-31].

13.5-LNG-IUS 52-LNG-IUS

Fig. 5. SEM images of the levonorgestrel-releasing intrauterine
systems after 3 months of use (note minor degradation signs on
the surface of the polymeric component)
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The pain experienced by the patient during the insertion
of a levonorgestrel-releasing intrauterine system has
multiple causes - placement of speculum, use of tuck on
cervix, cervical and uterine irritation from passing the
insertion tube and placement of the IUD [11].

Placement of a speculum in order to use a tenaculum
on the cervix in order to insert either 52-LNG-IUS or 13.5-
LNG-IUS is mandatory regardless dimensions, structure
and insertion mechanism. However this is probably direct
proportional with time spent with the placed speculum
and tenaculum on cervix. Due to the high level of
experience of the medical personnel enrolled in our study
the time required for the insertion did not vary between the
groups. However, although the insertion mechanisms of
92-LNG-IUS and 13.5-LNG-IUS are similar the healthcare
professionals who inserted the intrauterine systems in this
study stated that 13.5-LNG-IUS is easier to introduce.

The majority of subjects enrolled in the study, from both
groups, affirmed that the most painful phase of the
levonorgestrel-releasing systems insertion is represented
by the initial moment when passing of the insertion tube
maneuver is handled; this stage corresponds to the point
when the insertion tube passes through the cervical canal.
The main mechanism that is responsible for the
augmented level of pain during the insertion of 52-LNG-
IUS is represented by the fact that the outer diameter of
the insertion tube of 13.5-LNG-IUS is 3.8 mm, while the
outer diameter of the insertion tube of 52-LNG-IUS is 4.4

mm.

Prior to the insertion of the intrauterine system, a trans-
vaginal ultrasonography and clinical examination was
performed in all patients; therefore the total uterine length
and cervical length were estimated. We have observed

Fig. 6. SEM images of the 52-LNG-IUS after 36 months of use (note
polymer aging - numerous fissures and even cracks can be seen

on the surface of the intrauterine device)
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higher levels of pain. This result is in contradiction with
previous studies, which stated that the prediction of painful
or difficult intrauterine device insertion cannot be
anticipated [11,32].

Even though the structure of 52-LNG-IUS and 13.5-LNG-
IUS is similar (they have the same excipients - as pointed
before), so the index of elasticity is analogous, the 13.5-
LNG-IUS has decreased dimensions (13.5-LNG-IUS - 28 x
30 x 1.55 mm Vs 52-LNG-IUS: 32 x 32 x 2.5 mm). Therefore
the different dimensions of these two intrauterine devices
influence the level of pain experienced by the patient during
insertion (especially the passage through the cervical
canal) in favor of 13.5-LNG-IUS, who's insertion is less
hurtful than 52-LNG-IUS.

Another important matter that needs to be discussed is
that the majority of patients that described high level of
pain (between 5 and 10 on the visual analog scale) during
the insertion of both levonorgestrel-releasing intrauterine
systems were first-time users of intrauterine devices,
nulliparous women, with a low level of education. The
already demonstrated relation between parity and
increased pain during the insertion of an intrauterine device,
but also the degree of education and anxiety are conditions
that can modify the pain levels during the insertion of
levonorgestrel-releasing systems, regardless of the
?tructu]re and dimensions of the two intrauterine systems

11,33].

In the experimental part of this study we evaluated and
compared the surface of the polymeric component of the
two levonorgestrel-releasing intrauterine systems, in
relation to the time spent inside the uterine cavity, in order
to determine if the structure of the components of the two
devices influences the level of pain during the insertion
and in the first months of use. The polymeric component
plays a major role in anchoring the device into the uterine
cavity, but also in the rate of delivering progesterone. The
investigations performed using scanning electron
microscope, revealed no structural discrepancies between
the two types of intrauterine devices. However we can
conclude that the degradation rate detected on the surface
of the polymeric component of these two intrauterine
devices is proportional with the time spent inside the uterine
cavity, therefore it limits the long use of these intrauterine
systems.

Conclusions

There is an augmented level of pain during the insertion
of 52 mg levonorgestrel-releasing intrauterine system
compared to the insertion of the 13.5 mg levonorgestrel-
releasing intrauterine system, mainly due to dimensional
discrepancies of the two intrauterine devices. No major
interference was observed considering the structure of
these two intrauterine devices.

References

1. PEIPERT, J. F.,, ZHAO, Q., ALLSWORTH, J. E., PETROSKY, E.,
MADDEN, T., EISENBERG, D., SECURA, G., Obstet. Gynecol., 117, nr.
5., 2011, p. 1105.

2. WINNER, B., PEIPERT, J. F, ZHAO, Q., BUCKEL, C., MADDEN, T.,
ALLSWORTH, J. E., SECURA, G. M., N. Engl. J. Med., 366, nr. 21, 2012,
p. 1998.

3. TRUSSELL, J., LALLA, A. M., DOAN, Q. V,, REYES, E., PINTO, L.,
GRICAR, J., Contraception, 79, nr. 1, 2009, p. 5.

262 http://www.revmaterialeplastice.ro

4. THONNEAU, P. F, ALMONT, T., ALMONT, T. E., Am. J. Obstet.
Gynecol., 198, nr. 3, 2008, p. 248.

5. WINNERM, B., PEIPERT, J. F,, ZHAO, Q., N. Engl. J. Med., 366, nr. 21,
2012, p. 1998.

6.ROMER, T., LINSBERGER, D., Eur. J. Contracept. Reprod. Health
Care, 14, nr. 6, 2009, p. 391.

7. PERPERT, J. F,, MADDEN, T., ALLSWORTH, J. E., SECURA, G. M.,
Obstet. Gynecol., 120, nr. 6, 2012, p. 1291.

8. GEMZELL-DANIELSSON, K., SCHELLSCHMIDT, 1., APTER, D., Fertil.
Steril., 97, nr. 3, 2012, p. 616.

9. NELSON, A., APTER, D., HAUCK, B., SCHMELTER, T., RYBOWSKI,
S., ROSEN, K., GEMZELL-DANIELSSON, K., Obstet. Gynecol., 122, nr.
5, 2013, p. 1205.

10. *** Mirena levonorgestrel-releasing intrauterine system [package
insert]. Berlex; 2003.

11. MILTON, S. H., KARJANE, N. W., CHELMOW, D., “Intrauterine Device
Insertion” Medscape reference, (09.04.2013).

12. MILTON, S. H., KARJANE, N. W,, CHELMOW), D., “Intrauterine Device
Extraction” Medscape reference, (01.02.2013).

13. Jaydess 13.5 mg intrauterine delivery system [package insert]
Bayer HealthCare Pharmaceuticals, November 2013.

14. RIVERA, R., YACOBSON, L, GRIMES, D., Am. J. Obstet. Gynecol.,
181, nr. 5, 1999, p. 1263.

15. ORTIZ, M. E., CROXATTO, H. B., Contraception, 75, nr. 6, 2007,
p. 16.

16. JENSEN, J. T., Obstet. Gynecol. Surv., 60, nr. 9, 2005, p. 604.

17. CIHANGIR, U., EBRU, A., MURAT, E., LEVENT, Y., Int. J. Gynecol.
Obstet., 123, nr. 2, 2013, p. 146.

18. APTER, D., GEMZELL-DANIELSSON, K., HAUCK, B., ROSEN, K.,
ZURTH, C., Fertil Steril., 101, nr. 6, 2014, p. 1656.

19. LOCKHAT, F. B., EMEMBOLU, J. O., KONJE, J. C., Hum. Reprod.,
20, nr. 3, 2005, p. 789.

20. KRIPLANL A., SINGH, B. M., LAL, S., AGARWAL, N, Int. J. Gynecol.
Obstet., 97, nr. 3, 2007, p. 190.

21. FARLEY, T. M., ROSENBURG, M. J., ROWE, P. J., CHEN, J. H,,
MEIRIK, O., Lancet, 339, nr. 8796, 1992, p. 785.

22 BEERTHUIZEN, R. J., Eur. J. Contracept. Reprod. Health Care., I,
nr. 3, 1996, p. 237.

23. FAUNDES, A., TELLES, E., CRISTOFOLETTI, M. L., FAUNDES, D.,
CASTRO, S., HARDY, E., Contraception, 58, nr. 2, 1998, p. 105.

24. SKJELDESTAD, F. E., HALVORSEN, L. E., KAHN, H., NORDBO, S. A.,
SAAKE, K., Contraception, 54, nr. 4, 1996, p. 209.

25. LESSARD, T., SIMOESM, J. A., DISCACCIATI, M. G., HILDAGO, M.,
BAHAMONDES, L., Contraception, 77, nr. 1, 2008, p. 30.

26. NEALE, R., KNIGHT, L., KEANE, F,, Int. J. STD AIDS, 20, nr. 6, 2009,
p. 423.

27. DONDERS, G. G., BERGER, J., HEUNINCKX, H., BELLEN, G.,
CORNELIS, A., Contraception, 83, nr. 4, 2011, p. 352.

28. KALITERNA, V., KUCISEC-TEPES, N., PEJKOVIC, L., ZAVORONIC,
S., PETROVIC, S., BARISIC, Z., J. Obstet. Gynaecol. Res., 37, nr. 8,
2011, p. 1035.

29. ZORLU, C. G., ARAL, K., COBANOGLU, O., GURLER, S., GOKMEN,
0., Adv. Contracept., 9, nr. 4, 1993, p. 299.

30.WALSH, T., GRIMES, D., FREZIERES, R., NELSON, A., BERNSTEIN,
L., COULSON, A., Lancet, 351, nr. 9108, 1998, p. 1005.

31. MUNTEANU, O., RADULESCU, L., BODEAN, O., CIRSTOIU, C,,
SECARA, D., CIRSTOIU, M., J. Med. Life, 6, nr. 4, 2013, p. 459.

32. KAISLASUOQ, J., HEIKINHEIMO, O., LAHTEENMAKI, P, SUHONEN,
S., Obstet. Gynecol., 124, nr. 2, 2014, p. 345.

33. HUBACHER, D., REYES, V, LILLO, S., ZEPEDA, A., CHEN, P. L.,
CROXATTO, H., Am. J. Obstet. Gynecol., 195, nr. 5, 2006, p. 1272

Manuscript received: 12.11.2014

MATERIALE PLASTICE ¢ 52 ¢ No. 2 & 2015





