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The aim of the paper is to identify the of optimal plastic type used in obtaining thoraco-lumbar orthoses used in the treatments of comminutive fracture, of burst fracture type of the vertebrae in the lumbar area.
For this purpose, with the help of Finite Element Analysis (FEA), a theoretical study was carried out on the
influence of elastic properties of plastics, used in the achieving of lumbar orthoses, on the state of tension
and on the local displacements of the bone fragments from the traumatized area under the condition of the
movement from the base of extension and flexion. In the study the force of flexion, the force of extension
and the elastic modulus of plastic material varied on three levels. The theoretical results obtained were
completed with clinical trials carried out on a total of 26 patients who suffer thoraco-lumbar comminutive
fracture, burst fractures type, at vertebra T11 and were immobilized in Boston-type plastic orthoses made
of: polypropylene (PP), rigid vinyl polychloride (PVC-D) and polytetrafluoroethylene (PTFE). As a result of
observations, it was found that the use of an orthesis made from rigid plastic material, although it appears
higher stresses in the traumatized zone, the displacements of bone fragments are smaller, the pains is
higher in the fractured zone, the angle of kyphosis (LKA) close to the normal value and a better mobility of
the spine (ODI indicator)
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Due to the low manufacturing cost and the special
mechanical properties, thermoplastic materials are used
successfully in various sectors of activity such as
automotive, electronics, aeronautics, machine building,
chemical industry in the construction of various prostheses,
external orthotics, etc. [1, 2].
The external immobilisation of the body in orthotics
made by plastics materials - the Boston orthosis type, is
the most common method of treatment applicable in the
case of A4 fractures type - named also burst fracture, [3,
4]. These are fractures in which the vertebral body is
crushed in a minimum of 5-6 pieces due to a hard impact
produced from the outside, [5]. The main advantage of the
proposed treatment method is the simplicity and the low
price. However, the method of treatment by thoracolumbar immobilization in Boston-type plastic orthotics is
painful and allows bone fragments to move during their
treatment period, so the inadequate fusion, leading to
geometrical deviations of the spine, [6-8].
Studies carried out by Lee et colab. [9] have
demonstrated that shifting bone fragments of burst
fractured vertebrae occurs during flexion and extension
movements in the sagittal and lateral plane - absolutely
inevitable movements during the treatment of patients.
Marwan El-Rich et al. [10] have demonstrated that the
appearance of a mechanical stress state in a traumatized
area causes pain and is transmitted to the central nervous
system through pain receptors.
In the present paper it is carried out a theoretical study
on the influence of the elastic properties of the plastic
materials used in the Boston lumbar orthosis type- used in
the case of burst fracture treatments - at the T11 vertebrae

level. The theoretical study is completed by clinical
observations performed on a total of 26 patients who
underwent thoraco-lumbar spinal comminutive lesions at
the T11 vertebrae level and who were immobilized in a
Boston-style corset.
Experimental part
Materials and Methods
Finite element analyses of study
In order to calculate the tension in the spine and local
displacement of bone fragments - in the condition of the
body immobilization in a Boston corset type it was used a
method for finite element analysis (FEA), respectively Ansys
Multiphysics software (ANSYS Inc., Canonsburg, PA) [11,
12]. For this, a two-dimensional model (fig. 1), detailed in
the spine area, which contains in the thoraco-lumbar area,
it was made a fracture of burst fracture type, at the T11
level vertebra.
The vertebrae were drawn in longitudinal axial section
according to computed tomography of the spine, made on
a 25-year-old male patient - similar to the model carried
out by Frank Heuer et colab, [13]. At the vertebral column
level were represented: the intervertebral disc, lower and
upper end plates, the longitudinal anterior ligaments, the
posterior longitudinal ligament, flavum ligament,
interspinous ligament and supraspinous ligament. The
vertebral disc (fig. 1) was considered as an assembly
composed of: pulpous nucleus - made from field - an
incompressible fluid (NS); an annular fibrosis (AS) assimilated with a hyper elastic composite material, fibers
reinforced; cartilaginous endplates (EP) - assimilated with
a composite material - similar to the model made by
Rohlmann et colab., [14].
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Fig. 1. Fracture model used to study tensions and local
displacements stabilized by Boston orthosis: LF - ligamentum
flavum; ISL - interspinous ligament; SSL - supraspinous ligament;
CB - cortical bone CCB – Cancellous bone; AS – annulus; NSnucleus; EP -endplate; detail vertebra T11

The physical properties of the materials used were
assumed to be isotropic and homogeneous and the data
were taken from the technical literature, [15-21] (table 1).
The ligaments were considered to be viscous - elastic and
isotropic, for their modelling using elastic elements
available in the ANSYS program (table 2).
In the section plane chosen to represent the model, the
chest and abdomen were not represented. Their
homogeneous and isotropic behaviour has been simplified
by attributing different properties to Corp. I and Corp II
afferent materials (table 1). All elements of the model
(cortical bone, spongy bone, ligaments, body I, body II,
orthosis) were discretized using the two-dimensional solid
elements shown in table 2. The faces of the articulations
have been treated as a contact problem nonlinear, twodimensional, without friction.
In order to be conformity with the kinematics and the
charge of the column in vivo, elementary positions such

Fig.2. The pressure values inside the L4-L5 vertebral disc, in the
condition of applying of an axial compression force, measured in
vivo - Brinckmann model and calculated with the help of finite
elements - using an external fixation through a Boston orthosis
(BO Model)

as: the flexion and the body extension specific to the
normal activities performed in everyday life, were
simulated. Thus, the model has been stiffened along the
A-B-C-D contour and subjected to subjected to flexion (Fflex)
and extension forces (Fext), applied along the EF and GH
lines (fig. 1), inclined at an angle of 60p to the negative
direction of the Oy axis – necessary to simulate the
movement of flexion respectively the body extension.
Validation of the considered model was performed by
applying a compressive axial force (Fa) at the vertebra T1
level and calculating average pressure value inside the
intervertebral disc between the vertebrae T4-T5. The
obtained results were compared with the results measured
by Brinckmann et al. [22] - and are presented in figure 2.
It can be seen that a good degree of compliance has
been achieved since the calculated values are lower by
0.09 MPa than the Brinckmann measured values.
In the considered study it was assumed that the orthosis
has a thickness of 4mm, the flexion force, the extension force
and the material of which the orthosis was made varied on
three levels (table 3).

Table 1
MATERIAL PROPERTIES USED IN
FEM OF THE LUMBAR SPINE [15-18]

Table 2
ELEMENT TYPE USED IN THE FEM
OF THE SPINE
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Table 3
THE EXPERIMENTAL
PLAN

In each experiment, were calculated, using the ANSYS
program, the total von Mises tensions and the displacement
of the bone fragments 1, 3, 4 and 6 at the level of fractured
vertebra T11 (fig. 3).

Fig. 3. Vertebral fragments - components of the fractured
vertebra T11

Clinical study
At the Neurosurgery Clinic of Prof. N. Oblu Iasi clinical
observations were performed on 26 patients who have
suffered toraco-lumbar fracture type A4 (burst fractures)
on the T11 vertebra and who were immobilized in Bostontype plastic orthoses. The trauma was caused by road
accidents (53.84%), falls from height (30.7%), sports
accidents (1.5%) or other domestic causes (rest). The
patients included in the study didn’t have neurological
deficiencies, posterior ligament lesions, pathological
fractures on the diseased bone, polytrauma and were
having the angle of local kyphosis of less than 30p.
All patients were treated by external immobilization
through a Boston-type ortheses made of different
thermoplastic materials as follows: 12 patients were
immobilized in the polypropylene orthosis(PP), 8 patients
wore the ortheses made by rigid polymerized vinyl chloride
MATERIALE PLASTICE ♦ 55♦ No. 1 ♦ 2018

(PVC-D) and 6 patients were immobilized in
polytetrafluoroethylene orthotics (PTFE). The materials
used in the experiments did not produce dermal reactions
because the patients were protected by wearing a textile
T shirt. Boston orthoses were made in the laboratory of
ICEFS COM SRL Savinesti, Neamt.
The patient group was periodically evaluated at 3, 6 and
12 months by standard radiography analysis in
orthostatism. The profile images calculated the
segmentation angle (LKA) - using the Cobb method and
the anterozide height (AVH). The pain was evaluated by
the Visual Analogue Scale (VAS) scale and the functional
status indicator of spinal column mobility was evaluated
using the Oswestry Dysability Index (ODI) scale.
Results and discussions
The results obtained in this study are presented in two
parts: in the first part are presented the results obtained
after the finite element analysis of the stress state at the
vertebrae level and the bone fragments displacement from
the T11 fractured vertebra level, in the conditions presented
in table 3; in the second part are presented the results of
the observations and clinical investigations performed on
groups of patients who suffered fractures of type A4 and
were treated by external immobilization in a Boston corset
made of the materials presented in clinical study.

Results of the MEF analysis
The model carried out in figure 1 allows the
determination of tension state, elastic deformations and
local displacements performed at vertebra T11 level.
From figure 4a -c it can be seen that in the case of using
an orthosis made of PTFE and of performing a flexing
motion in a sagittal plane, the value of the total tension of
von Mises is higher than in the case of the use of a PP or
PVC-D. orthesis. By the analysis of figure 5a-c it is observed
that in the case of execution of an extension movement,
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Fig. 4. Variation of von Mises stress in the case of stabilizing a
fracture with a Boston orthosis Boston fabricated from: a) PP; b)
PVC-D; c) PTFE and performing a flexion movement (F = 700N)

the values of von Mises tensions are close in the three
cases; higher stresses being recorded in case of
immobilization in the of orthesis made of PTFE. In all the
cases presented, it is noticed that the value of von Mises
total stresses in the bone fragments of the T11 vertebra,
increases with the increase of the elastic modulus of the
material from which the orthosis is constituted. It can be
affirmed that the high rigidity of the orthotic material
imprints in the body, respectively at the level of the fractured
vertebra T11, higher total tensions von Mises.

Fig. 5. Variation of von Mises stress in the case of stabilizing a
fracture with a Boston orthosis Boston fabricated from: a) PP; b)
PVC-D; c) PTFE and performing a extension movement (F = 700N)

The local displacement of the bone fragments 1, 3, 4
and 6 (fig.2) of the T11 component vertebra, in the case of
the flexion movement, respectively extension movement
is presented in figure 6. It can be observed that, both in the
case of the extension movement and in the case of
performing the flexion movement of the local
displacements of the bone fragments are smaller when
using a PTFE orthesis.
It can be suggested that the high rigidity of the orthesis
transmits higher tensions in the fractured vertebra T11 and
smaller local displacements of the bone fragments from
the component of the traumatized vertebra T11.

Fig. 6. Local displacement of bone fragments 1,
3, 4 and 6 in the condition of execution: a)
flexion motion

a

88

http://www.revmaterialeplastice.ro

MATERIALE PLASTICE ♦ 55♦ No. 1 ♦2018

Fig. 6. Local displacement of bone fragments 1, 3, 4
and 6 in the condition of execution: b) extension
motion - with force F = 700N

b
Table 4
RESULTS OF CLINICAL EVALUATION OF THE PATIENT

Fig 7. Evolution of functional status (ODI) of patients by
evaluation at 3, 6 and 12 months

Perioada de evaluare

Results of clinical analyses
The angle of local kyphosis (LKA) and the anterozide
height (AVH) were analyzed and compared on the three
groups of patients. The results obtained from the
investigations developed on the patients who suffered from
burst fracture A4, at the T11 vertebra level and who were
immobilized in Boston-type plastic orthosis are presented
in table 4.
It can be noticed that in the condition of using of a corset
made of material with a high elasticity modulus, the height
of the anterozide (AVH) decreases and the angle of local
kyphosis (LKA) increases. The pain indicator - VAS has a
decreasing trend, tending to the value of 2 after a 12-month
period - acceptable for patients who have suffered spinal
injuries.
From figure 7 it can be seen that higher mobility of the
spine presents patients who have been immobilized in
orthotics made of plastics with high elasticity modulus.
For all three groups, the functional status of patients carried out through ODI assessment, has a decreasing
trend, stabilized below the value of 20 - considered
admissible value for patients who have suffered from spinal
injuries.
At the periodic evaluation, by macroscopic analysis of
orthotics - it was observed that a number of 5 Boston
orthoses made of PTFE showed cracks in the upper
abdominal area due to bending efforts induced in the
material by flexion movements in sagittal plane.
By concatenating the results, it can be suggested that in
the case of fracture, burst fractures type, by immobilizing
with a Boston type corset, characterized by a low modulus
of elasticity, after the flexion or extension movements, the
MATERIALE PLASTICE ♦ 55♦ No. 1 ♦ 2018

bone fragments of the vertebra T11 are moving on relative
longer distances changing their position. Reconstruction
the vertebra by the fusion of the bone fragments, leads to
the modification of geometric shape of this, angle of local
kyphosis (LKA), and implicitly the geometry of the spine.
Conclusions
As a result of the research we can affirm that:
- by using a plastic orthesis with low elasticity, in the
treatment of A4 burst fractures type, after developing
flexion movements, respectively the extension in the
sagittal plane, appear large displacements of the bone
fragments of the fractured vertebra (fig. 5), aspects that
lead to the decrease of the angle of local kyphosis (LKA)
(table 4) and implicit of the geometry of the spine. As a
consequence of application of this type of treatment, the
mobility of the spine - carried out through ODI evaluation is
within admissible limits (fig. 6);
- The use of a orthesis made by a material with high
elasticity modulus- PFTE respectively, imprints higher
stresses in the traumatized lumbar area (fig. 4), small shifts
of bone fragments from fractured vertebrae - T11 (fig. 5),
higher pain in fractured area - table VAS indicator 4 and
greater LKA angle kyphosis, close to the normal value 300
and better spinal mobility (ODI <20). However, although
the treatment of vertebral spine A4 fractures by a more
rigid orthosis is more painful, it allows restoration of the
column geometry and easier postraumatic recovery.
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